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NX APPLICATION NOTE 
Duplicate Scan Validation Utility 

Overview 
 

The DuplicateUtility.exe is a simple application that reads a string value from a bar code compares 
this value to a list of previously scanned strings and if it is a duplicatei will not instruct a NX Tester to 
execute a program. 

 

Run Utility 
 

• Launch DuplicateUtility.exe.   
 

• Select which port the bar code scanner and tester are connected. 
 

• Specify filename and filename location. 
 

• Select “Start Capture” 
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If the part number is not found in the list, then the part number will be transferred to 
tester, then the part number added to the list. 
 

 
 
If the part number is found on the list, then the utility will display “Duplicate Part 
Number” and not transfer the part number to the tester. 
 

 
 
 
                                                 
i NOTE: The utility compares the scanned data to the stored data in such a way that if the scanned data 
is a sub-string of any stored data item, the utility classifies it as a duplicate scan.  In situations where 
the scanned data is always a fixed number of characters, this is a valid method for identifying 
duplicate scans.  However, if the number of characters scanned is variable, then this method may 
classify a duplicate scan incorrectly. 
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